The value of noise-excluder shells in reducing overreferrals from a school audiometric screening program.
Audiometric screening conducted in noisy environments can result in overreferrals to specialty clinics. A follow-up study, conducted to investigate referral rates as related to the type of headset used in screening programs, showed that noise-excluding shells reduced overreferrals without increasing underreferrals.